Idiosyncratic pacing with a commercial pacing system analyzer.
An idiosyncratic response of the Medtronic AV Pacing System Analyzers (models 5311 [unipolar] and 5311B [bipolar]) during high output AAI pacing is reported. Using the bipolar analyzer with unipolar cables and a 2734 adaptor, ventricular capture was noted during high output AAI pacing when the ground was displaced from the patient. Using the unipolar analyzer with bipolar cables also resulted in ventricular capture with high output AAI pacing. Implanting physicians should be aware of this phenomenon to avoid false conclusions.